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Abstract Laparoscopy has found a role in standard
urologic practice, and with training programs continuing to
increase emphasis on its use, the division between skill sets
of established non-laparoscopic urologic practitioners and
urology trainees continues to widen. At the other end of the
spectrum, as technology progresses apace, advanced lapa-
roscopists continue to question the role of surgical robotics
in urologic practice, citing a lack of signiWcant advantage to
this modality over conventional laparoscopy. We seek to
compare two robotic systems (Zeus and DaVinci) versus
conventional laparoscopy in surgical training modules in
the drylab environment in the context of varying levels of
surgical expertise. A total of 12 volunteers were recruited
to the study: four staV, four postgraduate trainees, and four
medical student interns. Each volunteer performed repeated
time trials of standardized tasks consisting of suturing and
knot tying using each of the three platforms: DaVinci, Zeus
and conventional laparoscopy. Task times and numbers of
errors were recorded for each task. Following each platform
trial, a standardized subjective ten-point Likert score ques-
tionnaire was distributed to the volunteer regarding various
operating parameters experienced including: visualization,
Xuidity, eYcacy, precision, dexterity, tremor, tactile feed-
back, and coordination. Task translation from laparoscopy
to Zeus robotics appeared to be diYcult as both suture
times and knot-tying times increased in pairwise compari-
sons across skill levels.
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Introduction
Over the last 15 years, laparoscopy has been inexorably
integrated into urologic practice. However, during this
transition period, urologic training programs are only now
beginning to provide systematic and fundamental mini-
mally invasive surgery (MIS) training to residents. Addi-
tionally, there remains a signiWcant proportion of
practicing urologists who have limited laparoscopic expe-
rience, but who wish to add this to their therapeutic arma-
mentarium. The road to laparoscopic expertise involves a
steep and prolonged learning curve, which may discourage
physicians from undertaking this challenge [1, 2]. With the
advent of modern technology, surgical robotics have come
of age and now represent a viable solution to technically
complex MIS [3–5]. The beneWts of robotic assistance
over conventional laparoscopy including increased degrees
of freedom, elimination of tremor, 3D visualization, and
motion scaling have proved so advantageous as to intro-
duce the possibility of MIS without laparoscopic training
[6, 7].
In a similar vein, the impact of advanced surgical tech-
nologies on surgeons of varying MIS skills has not been
evaluated previously. Just as laparoscopy has been inte-
grated into training programs, as surgical robotics becomes
more common, the question of how these advanced plat-
forms inXuence surgical education for future trainees needs
to be addressed [9]. With the proliferation of robotic tech-
nology, should trainees expect to learn robotic skills rather
than conventional laparoscopy?
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technological leaps at every quarter, as advances in minia-
turization and engineering eYciency continue apace. Com-
putational speed does not equal power, however, as
architecture and design have been found to be signiWcant
and limiting factors, and more evidence-based metrics were
developed to suit these purposes. Analogous to this phe-
nomenon, surgical robotics is a burgeoning Weld with limit-
less potential for the future. Standard, validated, objective
evaluations have not yet been widely adopted to evaluate
their performance, and this remains a limiting factor in their
comparisons [9]. As well, task-speciWc robotics further
complicates comparisons, as one robot may not be suited to
all tasks.
In an eVort to evaluate the surgical performance of
diVerent advanced surgical platforms in standardized
tasks we compared standard laparoscopy, Zeus (Computer-
Motion, Sunnyvale, CA) surgical robot and daVinci (Intuitive
Surgical, Sunnyvale, CA) surgical performance across
varying operator skill levels.
Methods
Between April 2004 and June 2005, 12 participants were
recruited to the study: four staV surgeons with laparo-
scopic expertise (laparoscopic aneurysm repair, pyelopl-
asty, cholecystectomy), four senior level postgraduate
trainees (PGY) with moderate levels of laparoscopic
training, and four laparoscopic naïve medical student
interns (MSI). Thirty-minute acclimation sessions on each
platform were allowed prior each study trial for all study
groups. Each participant was required to complete four
trials each of two standardized drylab modules: suturing
and knot tying with 5-0 prolene sutures (Fig. 1) on each of
the three test platforms (Lap, Zeus, daVinci). The suture
task consisted of driving the needle through dots spaced
3 mm apart on a latex sheet, then running the suture six
passes through consecutive dot series. The knot-tying task
consisted of an identical setup; however, instead of run-
ning the suture, the participants were required to throw
three half hitches to knot the prolene suture. Introduction
to the tasks were allowed, as were informal practice task
runups to the trial. Tasks were monitored by a preceptor
who recorded task times and task errors. Maximum time
permitted for individual tasks was 15 min. Following
completion of the task on each platform, participants
Wlled out surveys designed to subjectively score system
performance in eight domains: visualization, Xuidity,
eYcacy, precision, dexterity, tremor, tactile feedback and
coordination. This survey was developed in-house
through review of the current literature as well as
interviews with experts in the Weld. CSTAR is currently
working towards validating this tool for future minimally
invasive clinical trials.
A standard “black box” laparoscopic simulator was used
for these experiments consisting of a plexiglass enclosure
with three ports on the angled upper surface for one laparo-
scope and two working ports. For conventional laparos-
copy, two Ethicon self-locking needle drivers were used for
all tasks. Zeus and daVinci trials were conducted in a simi-
lar fashion, placing the robotic laparoscope and working
elements through their respective ports on the simulator. A
hollow aluminum block with one face cut oV was used to
tent the latex sheet for the suturing surface. An IC chip was
recruited for the template to generate the target rows of ink
dots on the latex sheet. Twelve-centimeter lengths of 5-0
prolene suture were used for all tasks in this study. Endowr-
isted Zeus and daVinci robotic working elements were used
throughout.
All data were reported as mean § SD (range). Continu-
ous variables were analyzed using single-sided unpaired
Student's t-tests, and categorical variables from Likert
Fig. 1 Drylab module setup for suturing skills. Participants were re-
quired to pass a 5-0 prolene suture immediately into and out of the
adjacent marked dots spaced 3 mm apart on a latex sheet, and run six
passes through consecutive dot series. Setup is identical for knot-tying
tasks; however, participants are required to drive one pass of a 5-0 pro-
lene suture through adjacent marked dots, followed by three throws of
a half-hitch knot123
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tests with P < 0.05 considered statistically signiWcant.
Results
All participants completed all tasks for the study. Overall
platform performance times and errors are illustrated in
Fig. 2a, b. Zeus robot-assisted tasks demonstrated signiW-
cantly inferior performance compared to conventional lapa-
roscopy and daVinci platforms in both task times (suturing:
485.7 s vs 302.0 vs 156.7 s; knot tying: 456 s vs 183.7 s vs
93.5 s, respectively) and task errors (suturing: 12 vs 5 vs 2;
knot tying: 12 vs 4 vs 1, respectively; P < 0.05).
When stratiWed by skill level, suturing task perfor-
mance paralleled overall platform performance in that
Zeus robotic-assisted procedures were lengthy and intro-
duced more task errors than either the laparoscopic or
daVinci platforms. These Wndings were most signiWcant at
the MSI skill level, and incremental loss of signiWcance
between platforms was observed with increasing skill
level (Fig. 3a, b).
In a similar analysis, knot-tying task performance strati-
Wed by skill level again demonstrated the inferiority of the
Zeus platform compared to conventional laparoscopy and
daVinci. With knot-tying task times, signiWcant diVerences
were observed across skill levels; however, knot-tying
errors demonstrated signiWcance with MSI and PGY train-
ees only (Fig. 4a, b).
Overall subjective assessment by platform demonstrated
a signiWcant beneWt to the daVinci platform versus both
Zeus and conventional laparoscopy. Analysis of subjective
data by individual domains grouped by skill level is shown
in Fig. 5a–c. As surgical skill increases, the degree of
conformity of the data across platforms increased except
Fig. 2 a Overall platform performance times for suturing and knot-
tying modules. Zeus assisted task times were signiWcantly longer com-
pared to conventional laparoscopy and DaVinci platforms for both
suturing and knot-tying tasks. A trend towards signiWcance was dem-
onstrated in task performance times between DaVinci and laparoscopy
(*P < 0.05, **P < 0.05). b Overall platform performance errors for
suturing and knot-tying modules. Zeus-assisted task errors were sig-
niWcantly more numerous compared to conventional laparoscopy and
DaVinci platforms for both suturing and knot-tying tasks. A trend
towards signiWcance was demonstrated in task performance errors
between DaVinci and laparoscopy (*P < 0.05, **P < 0.05)
Fig. 3 a Suturing task performance times stratiWed by skill level of
participant. The Zeus robotic platform demonstrated signiWcantly infe-
rior times compared with laparoscopic and DaVinci platforms across
skill levels. However, with increasing surgeon skill, there is an incre-
mental loss of signiWcant performance time beneWt seen with laparo-
scopic and DaVinci platforms (*P < 0.05, **P < 0.05). b Suturing task
performance errors stratiWed by skill level of participant. The Zeus
robotic platform demonstrated signiWcantly higher error rates compared
with laparoscopic and DaVinci platforms across skill levels. In a simi-
lar fashion as to performance times, surgical experience appears to
blunt the signiWcance of platform dependence (*P < 0.05, **P < 0.05)123
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disparity.
Discussion
As technology continues to be reWned in the setting of
advanced MIS platforms, the previously daunting task of
introducing laparoscopic approaches into established prac-
tices is becoming increasingly facile. The question of
whether increasing surgical experience can facilitate this
process while foregoing formal laparoscopic training has so
far been unanswered. Additionally, although a single surgi-
cal robotic platform dominates the market at this point,
head-to-head comparisons of existing technologies across
surgical skill levels has not been examined [10–12].
We show in this study that not all robotic platforms are
created equal in their impact on surgical performance and
surgeon preference. The daVinci robotic assistant outper-
formed both Zeus and conventional laparoscopy in all task
times and error rates as well as proving subjective superiority.
Fig. 4 a Knot-tying task times stratiWed by skill level of participant.
DaVinci robotic-assisted knot-tying times were signiWcantly shorter
compared to laparoscopic and Zeus-assisted platforms (*P < 0.05,
**P < 0.05). b Knot-tying errors stratiWed by skill level of participant.
A signiWcantly reduced error rate was found between Zeus and the
remaining two platforms. This trend was maintained across MSI and
PGY skill levels, but lost when staV surgeons performed this task
Fig. 5 a–c Subjective assessment of surgical platform across eight do-
mains stratiWed by platform type for MSI, PGY, and staV study partic-
ipants. Note that Likert scores ranged from 0 to 10 where 0 was the
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provided by binocular laparoscopic vision, smooth motion
scaling and translation, as well as ergonomically superior
controls combined to provide a stable, consistently eYca-
cious platform for task performance regardless of skill
level. The Zeus robotic platform scored subjectively and
objectively worse in all areas than the daVinci platform or
laparoscopy. With increasing surgical experience, however,
the negative eVects associated with Zeus assistance were
reduced. Conventional laparoscopy fell somewhere in
between these results with most participants yielding better
performance than with the Zeus platform and inferior per-
formance than with the daVinci platform in all tasks. The
Wnding that MSI participants performed worse in Zeus tri-
als versus conventional laparoscopy is interpreted as a
result of removing two degrees of freedom, a lack of tactile
feedback, and 2D visualization with inexperienced sur-
geons. Additionally, the Zeus operating platform provides
restrictions on arm movement in terms of radii that are tra-
versable at each joint, a generally unreWned human-
machine interface, and poor visualization. The combination
of these factors seems to impact the operator more if the
subject lacks surgical experience, as it represents additional
complexities to be overcome in completing the task at
hand. Operator compensation can occur for deWcits of plat-
form functionality as seen in correlating PGY and staV tri-
als, but this appears to be a learned behavior. Perhaps the
lesson here is that the human–machine interface is a crucial
component of any new surgical technology, as the inability
to realize the full potential of the technology at hand will
result in frustration and poor adoption. All subjective scor-
ing in the MSI group demonstrated daVinci superiority
across domains except in tremor reduction and coordina-
tion, although a trend towards signiWcance was found. The
lack of surgical experience may have led to the Wnding of
non-signiWcance in the domain of tactile feedback in the
MSI group who may not yet appreciate the subtleties of sur-
gery. The PGY group demonstrated signiWcant diVerences
across all subjective domains in favor of the daVinci plat-
form, except in tactile feedback in which laparoscopy was
superior. This was the predicted result of senior PGY train-
ees who were operating on a daily, continuous basis with
some sensitivity to the tools of the trade. Finally, experi-
enced staV surgeons were indiVerent as to platform prefer-
ence except in demonstrating a preference for laparoscopy
in the domain of tactile feedback. Again, this is the
expected result as experienced surgeons likely had the tech-
nical knowledge to surpass deWciencies of platform depen-
dence noting only the most obvious of inequalities.
Historically, surgeons have relied on the sense of touch
to provide invaluable direction during surgery; however,
current robotic systems do not yet have integrated haptics
to provide feedback to the surgeon at the console. While
this deWciency is observed in the results of the subjective
scoring in this study, it is not borne out in the objective
results of task times or errors. This is likely because the in
vitro model is too simplistic in nature to mimic the tissue
planes, tensile fragilities, and their complex interactions
found in vivo. Even without the ability to provide force-
feedback, the daVinci robot excelled at suturing and knot
tying without increased error rates secondary to tearing of
the latex membrane.
The eVect of surgical experience was also examined in
this study and demonstrated globally improved perfor-
mance with increasing experience. If the gold standard is
considered the staV experience with each platform, then we
can see that the graduation of surgical experience from MSI
to PGY to staV decreases the learning curve of the skill,
whereas the platform type dictates the overall diYculty
level of the task. Analysis of performance trends across
repeated trials again demonstrated quicker skills acquisition
and earlier plateau with increasing surgical experience. The
most inexperienced participants produced more random
results with respect to skills adaptation, an indicator of the
steep learning curve, conWrmed by the correspondingly pro-
longed task times. Our study suggests that increasing surgi-
cal experience can negate the signiWcant eVects of platform
advantage, which explains why highly proWcient surgeons
whether in open, laparoscopic or robotic arenas may report
equivalent results of similar surgeries with diVerent
approaches. Our study also implies that experienced laparo-
scopic surgeons can recruit the daVinci platform with a
short learning curve and utilize it to facilitate more complex
procedures not otherwise feasible through pure laparos-
copy. Even with procedures currently performed through
pure laparoscopic means, we support the possibility that in
experienced hands, daVinci robotic assistance can facilitate
or improve on these operations as well.
In terms of surgical education, this study demonstrates
the signiWcant beneWts of daVinci robotic assistance in task
performance across trainee skill levels. It also highlights the
fact that while performance is enhanced, there is a narrow
range in which the most technologically advanced platform
is superior to conventional laparoscopy. While some might
argue that with increasing task complexity, one would see a
concomitant increase in the diVerence between these two
systems, in all likelihood there remains a baseline perfor-
mance function for each platform, for which surgical expe-
rience alone may make up the diVerence.
A search of the current literature regarding surgical
robotics elicits numerous studies comparing laparoscopy to
one or another robotic platform, but few which compare all
three directly in terms of task performance [13–15]. As
well, results from these studies are at odds with each other
with similar platform comparisons. This is likely a function
of the fact that the Zeus surgical system has undergone123
268 J Robotic Surg (2008) 1:263–268several revisions since its introduction, and as a result, its
performance has likely been improved.
This study used a drylab simulator to evaluate surgeon
and platform performance. However, as mentioned previ-
ously, this model may be overly simplistic to account for
the multifactorial environment of operating in vivo. As
well, subjective scoring was carried out using an in-house
developed survey, which was constructed in a standard
manner, however, not validated on a separate dataset. Our
group in the Canadian Surgical Technology and Advanced
Robotics (CSTAR) facility at our center is currently con-
structing a validated subjective tool to assess platform per-
formance. Additionally, the results of this study only imply
that robots may beneWt the experienced surgeon in practice
who is laparoscopically naïve. As senior residents were
used as the comparator to trained MIS surgeons, this
remains a limitation of this study.
In summary, we conWrm the results of previous literature
documenting the inferior performance of Zeus robotic sur-
gical system versus laparoscopy as well as demonstrate that
the daVinci surgical platform is superior to conventional
laparoscopy for both task performance and usability. In
fact, in Wnding the Zeus platform inferior to conventional
laparoscopy, this reinforces the notion that as new technol-
ogies are introduced into the surgical armamentarium, each
must be carefully and comprehensively evaluated in the
provision of beneWt over established means.
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